
ProScreen™ Oral Fluids Screen Instructions

STEP 1

STEP 3

NEGATIVE RESULT
This is also a Negative screen.  Even a very light

colored line indicates a negative result.

POSITIVE RESULT
A Positive test is indicated by the presence of only a 
“C” control line and the ABSENCE of the test line 

for the designated drug.
Wait 5 minutes to read Positive Results

INVALID RESULT
An Invalid test is indicated only when the “C”control
lines and the “T” test lines are completely missing in 
one or more of the test windows. In the event of an 

invalid test a second test should be run.

NEGATIVE RESULT
A Negative test is indicated by the presence of a 

test line for each designated drug.

STEP 2

Light Test Line

Have the donor Hold the collector in their mouth
until sponge is fully saturated (3 Minutes)

Remove screw cap and apply 3 drops 
of specimen to each sample well

Remove collector from mouth and 
place in collector vial.  Press sponge 
fully against strainer to collect oral 
fluid.  Snap cap down firmly to seal.


